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Seawater intrusion experiments in laboratory columns
Experimental configuration for the column experiments
Seawater intrusion experiments in laboratory columns
Vicente Pascual Cases López (2009). “Estudios de procesos de transporte del alquilbenceno
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Seawater intrusion experiments in laboratory columns
Materials 
(Boluda-Botella, 1994)
Ion Fresh water Sea water
mg/L mmol/L mg/L mmol/L
Na+ 50 2.17 12000 522
K+ 3.4 0.0872 400 10.3
Ca2+ 125 3.13 450 11.3
Mg2+ 15 0.617 1500 61.7
Cl- 105 2.96 21500 606
SO42- 165 1.72 2900 30.2
HCO3- 200 3.28 130 2.13









Composition of the synthetic freshwater 
and seawater












Continuously sampling at the output of the column
The average results of analysis of pore solution and the exchange complex composition













Na 2.29 0.09 2.20 0.25
K 0.07 0.10 0.09 0.13
Ca 3.03 5.71 3.05 8.35




Study of the cation exchange in batch experiments
(Boluda-Botella et al., 2008)
Seawater intrusion experiments in laboratory columns
Longitudinal dispersion of a tracer passing through a column of porous medium; a) Column
with steady flow and continuous supply of tracer after time t0; b) Step-function-type tracer
input; c) Relative tracer concentration in outflow from column (dashed line indicates plug
flow condition and solid line ilustrates effect of mechanical dispersion and molecular
diffusion; d) concentration profile in the column at various times (Freeze and Cherry, 1979).
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Numerical model applied to experimental data (Gomis et al., 1997)
u = Darcy velocity
e= porosity



















Determination of hydrodynamic parameters
The variation of the concentration of tracer versus the time can be determined with the
analytical solution of the equation:
where C represents the concentration of the solute, x the distance, t the time, DL is the
hydrodynamic dispersion and v is the interstitial velocity.
If we consider a semi-infinite column from x = 0 to x =∞, with a constant concentration at
the inlet, with the boundary condition, x = 0 , , the obtained equation is






























































Analytical equation to calculate transport parameters
Determination of hydrodynamic parameters
The software, available in http://hdl.handle.net/10045/2691, was developed in the
Chemical Engineering Department of the University of Alicante. It use the analytical
solution proposed by Lapidus and Amundson (1952).
ACUAINTRUSION TRANSPORT software
Determination of hydrodynamic parameters
The software calculate the best fit to the experimental data. From this, the program obtain
the transport parameters (Boluda-Botella et al., 2010).
ACUAINTRUSION TRANSPORT software
Experimental chloride breakthrough curve (symbol) obtained in experiment I (Q=20
mg/min), experiment II (Q=35 mg/min), experiment A (Q=82 mg/min) and experiment B
(Q=20 mg/min, treated sediment) versus experimental time (h).
Best fit of the experimental data (continuous line) obtained with the analytical solution of






























Determination of hydrodynamic parameters
Determination of hydrodynamic parameters
Q = flow rate
u = Darcy velocity
tm = average time of residence















I 20 Natural 0.15 241 183 0.37 0.41 0.23 0.55
II 35 Natural 0.27 143 166 0.38 0.70 0.42 0.60
A 82 Natural 0.63 65 5.6 0.41 1.54 27.3 17.7
B 20 Treated 0.15 203 147 0.31 0.49 0.33 0.68
The following parameters were determined with ACUAINTRUSION TRANSPORT
e= effective porosity
v = interstitial velocity
DL = dispersion coefficient
a = dispersivity
Experimental chloride breakthrough curve (symbol) for the experiments versus 
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